[Statistic analysis of 1900 adverse events of medical device reports].
Provide the suggestion for MDAEs monitoring and the reference to strengthen the medical device administration by analyzing the 1900 reports of MDAEs. With retrospective case study, analyze 1900 MDAE reports in Henan province in 2008. RESULT Orthopedic implants and the intrauterine device (IUD) caused the higher proportion of adverse events with serious degree. The scope that the reports covered needs to be raised. Further focus monitoring on orthopedic implants and the IUD should be strengthened. The medical device adverse events monitoring should be promoted by improving regulations, training and publicity.